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I.  INTRODUCTION 


During  the  ignition  and  combustion  of  gun  propellants  there  is  a  complex 
interplay  between  chemical  and  physical  processes  which  determines  the 
performance  of  these  materials  as  well  as  the  system  in  which  they  are  used. 

It  is  the  goal  of  the  present  work  to  develop  a  detailed  understanding  of  the 
controlling  processes  of  some  typical  gun  propellants  through  a  program  of 
measurements  on  model  flame  systems  and  computer  simulation  to  extend  the 
results  to  conditions  encountered  during  the  interior  ballistic  cycle.  An 
important  part  of  this  program  is  the  revolutionary  tools  based  on  lasers  and 
light  detection  techniques  which  have  become  available  for  active  probing  of 
combustion.  The  development  and  application  of  these  tools  to  such  problems 
as  air  pollution  and  energy  conversion  efficiency  has  led  to  a  broad 
scientific  base  in  the  academic  and  industrial  communities.  This  base 
provides  substantial  technical  support  to  the  present  program.  Although  these 
techniques  are  not  necessarily  well- suited  for  application  to  probing  the 
surface  of  a  burning  solid,  it  is  possible  to  understand  the  gas  phase 
chemistry  immediately  above  the  surface;  it  is  expected  that  the  heat  release 
in  this  region  is  important  in  many  situations.  The  extension  and  application 
of  these  results  to  ignition  and  early  combustion  of  gun  propellants  should  be 
straightforward. 

2 

The  major  stable  decomposition  products  of  HMX  and  RDX  are  HCHO,  HCN, 
N2O,  and  NC>2.  On  the  basis  of  kinetics  studies3  it  is  highly  probable  that 
the  HCH0/N02  flame  system  releases  heat  faster  than  any  other  combination  from 
this  list.  Thus,  this  flame  may  be  dominant  in  providing  heat  feedback  to  the 
propellant  surface  and  hence  be  the  most  important  gas  phase  contribution  to 
the  propellant  burning  rate.  However,  it  is  important  to  note  that  the 
kinetics  of  combinations  of  these  species  have  not  been  studied,  and  behavior 
in  a  flame  may  be  different  from  that  expected  from  simple  kinetic 
arguments.  As  this  work  progresses,  flames  will  be  studied  in  the  following 
order.  In  order  to  validate  the  models  and  techniques,  a  methane/air  system 
is  being  studied  as  the  first  system.  Further  work  will  also  use  methane  in 
place  of  formaldehyde,  which  is  extremely  difficult  to  work  with  as  a  pure 
monomer.  Following  methane/air  will  be  methane/^O,  hydrogen/^O , 
hydrogen/NC>2 ,  carbon  monoxide/hydrogen/NC^ ,  f  ormaldehyde/NC^ ,  and  then 
mixtures  of  other  fuels  and  oxidizers. 


laA.C.  Eckbreth,  P.A.  Bonczyk ,  and  J.F.  Verdieck,  "Laser  Raman  and 
Fluorescence  Techniques  for  Practical  Combustion  Diagnostics ,  " 

App.  Spec.  Rev.,  Vol.  13,  p.  IS,  1977. 

^ Laser  Probes  for  Combustion  Chemistry,  D.  Crosley,  Ed.,  ACS  Symp.  Series, 

no.  txt,  wmr.  — 

2  c.U.  Morgan  and  R.A.  Beyer,  "ESR  and  IR  Spectroscopic  Studies  of  HMX  and  RDX 
Thermal  Decomposition,"  Proceedings  of  15  JANNAF  Combustion  Meeting,  CPIA 
Publication  297,  1978. 

3  R.A.  Fifer  and  H.E.  Holmes,  "Kinetics  of  the  HCN  +  NO 2  Reaction  Behind 
Shock  Waves,"  J.  Phys.  Chem.,  Vol.  86,  p.  2935,  1982. 
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In  addition  to  the  flame  diagnostics  a  considerable  effort  must  be  made 
in  computer  simulation  of  these  flames  in  order  to  interpret  the  measurements 
and  to  extend  them  to  propellant  combustion  conditions.  Substantial  progress 
has  been  made  in  this  area  with  development  of  premixed  flame  codes quality 
data  from  flame  measurements  are  required  to  progress  further. 


Measurements  on  laboratory  flame  systems  can  be  divided  Into  two  areas: 
(1)  those  which  detect  major  species,  i.e.,  those  present  in  concentrations  of 
0.1  percent  or  more,  and  (2)  those  techniques  which  are  much  more  sensitive 
and  detect  radical  species  which  are  important  even  though  they  are  typically 
present  at  a  parts  per  million  level.  The  primary  technique  used  here  for 
radical  detection  is  laser  induced  fluorescence  (LIF);  the  application  of  LIF 
to  several  flame  systems  is  detailed  elsewhere.-*  Major  species  concentrations 
are  measured  using  two  Raman  techniques:  spontaneous  Raman  scattering  and 
Coherent  Anti-Stokes  Raman  Spectroscopy  (CARS).  Because  of  its  relative  ease 
of  application  and  interpretation,  spontaneous  Raman  spectroscopy  is  the 
technique  of  choice  for  clean,  stable  systems.  CARS  has  been  well 
demonstrated^  to  be  an  excellent  probe  for  highly  turbulent,  sooty,  or 
otherwise  hostile  flame  systems.  All  of  these  techniques  also  are  capable  of 
accurate  temperature  measurements,  as  is  seen  below  and  in  the  following 
paper . 5 


II.  SPONTANEOUS  RAMAN  DIAGNOSTICS 

The  experimental  apparatus  used  for  spontaneous  Raman  measurements  in 
these  flames  has  two  important  features:  the  use  of  a  continuous  wave  argon 
ion  laser  in  an  intracavity  mode  to  provide  a  useable  power  of  about  70  watts, 
and  multichannel  vidicon  detection.  A  schematic  of  the  apparatus  is  shown  in 
Figure  1.  The  laser  cavity  is  extended  as  shown  by  removing  the  standard 
output  mirror  and  adding  high  reflectivity  mirrors  of  1.0  and  0.3  m  radius  of 
curvature  to  provide  an  intracavity  beam  waist  of  about  100pm.  A  curved  knife 
edge  burner^  is  situated  at  this  laser  beam  waist.  The  scattered  light  is 
collected  by  an  f/1.3  lens  through  the  burnt  gas  region  of  the  flame  and 
imaged  onto  the  slits  of  a  0.25  m  spectrometer.  The  dispersed  light  is 
detected  by  a  silicon  intensified  target  vidicon;  the  detector  signals  are 
digitized  and  stored  by  a  dedicated  PDP  11/34  laboratory  computer  using 


^J.M.  Heimerl,  "A  Contribution  to  the  Flat  Flame  Olympics:  Problem  B ,  " 
ARBRL-TR-0  24 1 6 ,  1982  (AD  A119401). 

^W.R.  Anderson,  A.J.  Kotlar,  L.J .  Decker,  and  S.W .  Bunte,  rfFlame  Radical 
Measurements  Using  Laser  Excited  Fluorescence, "  Proceedings  of  19th  JANNAF 
Combustion  Meeting,  CPIA  Publication  No.  366 j  p .  145,  1982. 

& 

°R.J .  Hall  and  A.C.  Eckbreth,  nCoherent  Anti-Stokes  Raman  Spectroscopy : 
Application  to  Combustion  Diagnostics ,"  Laser  Applications,  Vol.  V, 

R.K.  Erf,  ed.,  1981. 

R.A.  Beyer  and  M.A.  DeWilde,  "Simple  Burner  for  Laser  Probing  of  Flames," 
ReVj,  Sai.  Fnstrwru^  Vol.  53,  p.  103,  1982. 
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extensive  software  developed  in  this  laboratory.  This  data  aquisition  system 
also  allows  the  computer  control  of  burner  position  and  spectrometer 
wavelength  for  automatic  data  aquisition. 


Figure  1.  Schematic  of  the  Intracavity  Raman  Apparatus 

Two  typical  spectra  are  shown  in  Figure  2.  The  wavelength  coverage  is 
sufficiently  broad  to  obtain  most  major  species  at  two  wavelength  settings; 
moreover,  resolution  is  sufficiently  good  to  obtain  accurate  temperatures  from 
nitrogen  Stokes  Q~branch  rotational-vibrational  spectra,  as  shown  in  Figure 
3.  These  temperatures  are  obtained  from  a  multipararaeter  least  squares  fit  to 
the  data.  As  an  example  of  the  quality  of  data  possible  with  this  system,  the 
Stokes  Q-branch  spectrum  of  H2  present  at  about  the  1.3  percent  level  in  a 
slightly  rich  methane/air  flame  is  shown  in  Figure  4. 

A  series  of  profiles  of  temperature  and  some  of  the  major  species  in  a 
slightly  rich  ($  =  1.4)  methane  air  flame  is  shown  in  Figure  5.  Note  that  the 
lines  are  for  clarity  only.  In  these  data  one  can  possibly  observe  the 
effects  of  air  entrainment  late  in  the  reaction  zone  causing  oxidation  of  the 
H2  and  CO.  These  data  demonstrate  the  quality  of  data  available  from  this 
system. 


o 

M.A.  De Wilde }  "OMADAS,  An  Automatic  Data  Acquisition  and  Analysis  Pnogvam  fov 
the  PARC  OMA to  he  published. 
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Figure  2.  Two  Typical  Raman  Spectra  from  a  Methane/Nitrous  Oxide  Flame 


547.0  549.0  551.0 


WAVELENGTH  (nm) 


Figure  3.  Nitrogen  Stokes  Q-Branch  Raman  Spectrum  with  Data  (•  )  and 
Computer  Fit. 
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Figure  4.  Hydrogen  Q-Branch  Raman  Spectrum  Early  in  a  Slightly  Rich 
Methane/ Air  Flame  Where  T  -  850K. 


III.  COHERENT  ANTI-STOKES  RAMAN  SPECTROSCOPY 

A  limited  amount  of  research  has  been  done  utilizing  CARS  as  a  diagnostic 
for  major  species  in  steady  state  flames  with  a  goal  of  applying  it  to 
transient  combustion  processes.  The  system  consists  of  a  high  power  Nd :YAG 
laser  frequency  doubled  to  produce  **500  mJ/pulse  at  532  nm.  Part  of  this 
output  is  used  to  pump  a  broadband  dye  laser  oscillator  and  amplifier.  The 
dye  laser  output  and  remaining  532  nm  radiation  are  then  used  to  generate  a 
CARS  signal  using  either  a  colinear  or  BOXCARS  configuration.  The  signal  is 
separated  from  the  laser  beams  using  a  prism  and  beam  stops,  dispersed  by  a 
*  0.3  m  monochromator,  and  detected  with  a  vidicon  tube  as  in  the  spontaneous 

Raman  studies.  Much  of  the  development  work  of  CARS  thermometry  has  been  with 
the  nitrogen  Q-branch  spectrum.  A  typical  series  of  these  spectra  in  a 
methane/N^O  flame  is  shown  in  Figure  6.  Also  shown  in  the  Figure  are  the 
computer  fits  from  an  active  multiparameter  computer  fit  to  the  CARS  data.  A 
second  molecule  of  interest  locally  for  thermometry,  at  lower  temperatures  and 
in  rich  flames,  is  hydrogen.  A  typical  H2  CARS  spectrum  obtained  in  this  work 
is  shown  in  Figure  7.  Note  that  a  substantial  nonresonant  susceptibility 
contribution  underlies  the  signals.  As  is  mentioned  below,  this  technique  is 
currently  being  pursued  as  a  diagnostic  for  application  to  gun  propulsion 
measurements . 
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Figure  5.  Profiles  of  Temperature  and  Major  Species  Through  the  Primary 
Reaction  Zone  of  a  Methane/Air  Flame 


IV,  FUTURE  DIRECTIONS 

In  addition  to  pursuing  the  understanding  of  the  various  flames  as 
mentioned  above,  efforts  are  now  being  made  to  apply  these  techniques  to  less 
well-behaved  real  systems.  The  first  such  application  will  be  utilizing  CMS 
thermometry  to  measure  gun  muzzle  exhaust  temperatures  and  temperatures  above 
burning  propellants  in  a  windowed  strand  burner.  As  these  efforts  progress, 
it  is  expected  that  CMS  will  also  be  developed  to  measure  species 
concentrations  of  major  species  in  these  environments. 


T  =  1 880  (26)  K 


* 


WAVELENGTH  (nm) 


Figure  6. 


Nitrogen  CARS  Spectra  from  Four  Positions  in  a  Methane/Nitrous 
Oxide  Flame  Showing  Data  (•  )  and  Computer  Fit 


Figure  7.  Hydrogen  CARS  Spectra  From  a  Rich  Methane/Nitrous  Oxide  Flame 
Showing  Data  (•)  and  Computer  Fit 
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The  second  major  area  of  application  involves  the  use  of  laser  induced 
fluorescence  (LIF)  to  study  the  radical  species  in  burning  propellants  as  well 
as  their  role  in  muzzle  flash.  An  important  part  of  this  program  is  the 
further  development  of  the  two-dimensional  imaging  of  LIF  as  previously 
demonstrated^  on  simple  systems.  Both  point  measurement  LIF  and  the  2- 
dimensional  technique  should  provide  key  information  about  radical 
concentrations  and  distributions  in  these  situations. 

Overall,  the  combination  of  accurate  temperature  measurements,  radical 
species  distributions,  and  computer  simulation  of  these  systems  should  provide 
us  with  the  key  to  control  of  these  processes  so  that  we  can  enhance 
performance  of  future  systems. 


f 


% 

* 


g 

M.J.  Dyer  and  D.R.  Cvosley,  "Tuo  Dimensional  Imaging  of  OH  Laser-Induced 
Fluorescence  in  a  Flame,"  Opt.  Letter,  Vol.  7,  p.  382,  1982. 
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2  Commandant 

US  Army  Infantry  School 
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Fort  Benning,  FA  31905 


1  Office  of  Naval  Research 

ATTN:  R.S.  Miller,  Code  432 
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Arlington,  VA  22217 
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Project  Office 
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Washington,  DC  20376 
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ATTN:  J.  Ramnarace, 

AIR-5411 1 C 

Washington,  DC  20360 
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Naval  Ordnance  Station 
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S.  Mitchell 
P.L.  Stang,  Code  515 
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1  Commander 

Naval  Surface  Weapons  Center 
ATTN:  J.L.  East,  Jr.,  G-20 
Dahlgren ,  VA  22448 

1  Commander 

Naval  Surface  Weapons  Center 
ATTN:  G.B.  Wilmot,  R-16 
Silver  Spring,  MD  20910 

4  Commander 

Naval  Weapons  Center 
ATTN:  R.L.  Derr,  Code  388 
China  Lake,  CA  93555 

1  Commander 

Naval  Weapons  Center 
ATTN:  T.  Boggs 
China  lake,  CA  93555 

^  Commander 

Naval  Research  Lab 

Washington 

D.C.  20375 


1  Commanding  Officer 

Naval  Underwater  Systems 
Center  Weapons  Dept. 

ATTN:  R.S.  Iazar/Code  36301 
Newport,  RI  02840 
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Naval  Postgraduate  School 
Dept,  of  Aeronautics 
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1  AFATL/DIDL 

ATTN:  O.K.  Heiney 
Eglin  AFB,  FL  32542 

1  AFOSR 

ATTN:  L.H.  Caveny 

Bolling  Air  Force  Base 
Washington,  DC  20332 

1  NASA 

Langley  Research  Center 
ATTN:  G.B.  Northam/MS  168 
Hampton,  VA  23365 

4  National  Bureau  of  Standards 

ATTN:  J.  Hastie 
M.  Jacox 
T.  Kashiwagi 
H*  Semerjian 
Washington 
DC  20234 


1  Aerojet  Solid  Propulsion  Co. 

ATTN:  P.  Micheli 
Sacramento,  CA  95813 

1  Applied  Combustion 

Technology,  Inc. 

ATTN:  A.M.  Varney 

P.0.  Box  17885 
Orlando,  FL  32804 

2  Atlantic  Research  Corp. 

ATTN:  M.K.  King 

5390  Cherokee  Avenue 
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1  Atlantic  Research  Corp. 

ATTN:  R.H.W.  Waesche 
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Gainesville,  VA  22065 
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Cumberland,  MD  21501 


19 


DISTRIBUTION  LIST 


No.  Of  No.  Of 

Copies  Organization  Copies  Organization 


3  Hercules,  Inc.  1 

Bacchus  Works 
ATTN:  K.P.  McCarty 
P.0.  Box  98 
Magna,  UT  84044 

1  Hercules,  Inc.  1 

AFATL/DLDL 
ATTN:  R.L.  Simmons 
Eglin  AFB,  FL  32542 

1  Honeywell,  Inc.  ^  2 

Defense  Systems  Division 
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ATTN:  A. C.  Tara 

Research  Division 
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1  Lockheed  Palo  Alto  Rsch  Lab  2 
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4  SRI  International 
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Technology 
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MC  301-46 
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1  University  of  California, 

Berkeley 
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1  University  of  Southern 
California 
Dept,  of  Chemistry 
ATTN:  S.  Benson 
Los  Angeles,  CA  90007 

1  Case  Western  Reserve  Univ. 

Div.  of  Aerospace  Sciences 
ATTN:  J.  Tien 
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1  Cornell  University 

Department  of  Chemistry 
ATTN:  E.  Grant 
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ATTN:  D.  Campbell 
AFRPL/PAP  Stop  24 
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1  University  of  Florida 

Dept,  of  Chemistry 
ATTN:  J.  Winefordner 
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Technology 
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Engineering 


ATTN:  E.  Price 

W.  C. 

Strahle 

B.  T. 

Zinn 
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1  University  of  Illinois 

Dept,  of  Mech.  Eng. 

ATTN:  H.  Krier 

144  MEB ,  1206  W.  Green  St. 
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1  Johns  Hopkins  University/ APL 
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Information  Agency  # 

ATTN:  T.W.  Christian 
Johns  Hopkins  Road 
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1  University  of  Minnesota 

Dept,  of  Mechanical 
Engineering 
ATTN:  E.  Fletcher 

Minneapolis,  MN  55455 

4  Pennsylvania  State  University 

Applied  Research  Laboratory 
ATTN:  G.M.  Faeth 
K.K.  Kuo 

H.  Palmer 
M.  Micci 

University  Park,  PA  16802 

1  Polytechnic  Institute  of  NY 

ATTN:  S.  Lederman 

Route  110 

Farmingdale ,  NY  11735 

2  Princeton  University 

Forrestal  Campus  Library 
ATTN:  K.  Brezinsky 

I.  Glassman 
P.0.  Box  710 

Princeton,  NJ  08540  ^ 

1  Princeton  University 

MAE  Dept.  ¥ 

ATTN:  F. A.  Williams 
P.0.  Box  710 
Princeton,  NJ  08544 
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2  Purdue  University 
School  of  Aeronautics 

and  Astronautics 
ATTN:  R.  Glick 

J.R.  Osborn 
Grissom  Hall 

West  Lafayette,  IN  47907 

3  Purdue  University 
School  of  Mechanical 

Engineering 
ATTN:  N.M.  laurendeau 

S.N.B.  Mur thy 
D.  Sweeney 
TSPC  Chaffee  Hall 
West  Lafayette,  IN  47906 

1  Rensselaer  Polytechnic  Inst. 
Dept,  of  Chemical  Engineering 
ATTN:  A.  Fontijn 

Troy,  NY  12181 

2  Southwest  Research  Institute 

ATTN:  Robert  E.  White 

A.B.  Wenzel 
P.0.  Drawer  38510 
San  Antonio,  TX  78228 
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Dept,  of  Mechanical 

Engineering 
ATTN:  R.  Hanson 
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2  University  of  Texas 
Dept,  of  Chemistry 
ATTN:  W.  Gardiner 

H.  Schaefer 
Austin,  TX  78712 

1  University  of  Utah 

Dept,  of  Chemical  Engineering 

ATTN:  G.  Flandro 

Salt  Lake  City,  UT  84112 

1  Virginia  Polytechnical 
Institute  and 
State  University 
ATTN:  J.A.  Schetz 
Blacksburg,  VA  24061 

Aberdeen  Proving  Ground 

Dir,  USAMSAA 
ATTN:  DRXSY-D 

DRXSY-MP,  H.  Cohen 
Cdr ,  US ATE COM 

ATTN :  DRSTE-TO-F 
Dir,  USACSL,  Bldg.  E3516,  EA 
ATTN:  DRDAR-CLB-PA 
DRDAR-CLN 
DRDAR-CLJ-L 
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USER  EVALUATION  OF  REPORT 


Please  take  a  few  minutes  to  answer  the  questions  below;  tear  out 
this  sheet,  fold  as  indicated,  staple  or  tape  closed,  and  place 
in  the  mail.  Your  comments  will  provide  us  with  information  for 
improving  future  reports . 

1 .  BRL  Report  Number _ 

2.  Does  this  report  satisfy  a  need?  (Comment  on  purpose,  related 
project,  or  other  area  of  interest  for  which  report  will  be  used.) 


3.  How,  specifically,  is  the  report  being  used?  (Information 
source,  design  data  or  procedure,  management  procedure,  source  of 
ideas,  etc.) _ 


4.  Has  the  information  in  this  report  led  to  any  quantitative 
savings  as  far  as  man-hours/contract  dollars  saved,  operating  costs 
avoided,  efficiencies  achieved,  etc.?  If  so,  please  elaborate. 


5.  General  Comments  (Indicate  what  you  think  should  be  changed  to 
make  this  report  and  future  reports  of  this  type  more  responsive 
to  your  needs,  more  usable,  improve  readability,  etc.) 


/ 


6.  If  you  would  like  to  be  contacted  by  the  personnel  who  prepared 
this  report  to  raise  specific  questions  or  discuss  the  topic, 
please  fill  in  the  following  information. 


Name : 

Telephone  Number: 
Organization  Address: 


